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LTD IAC with and without contrast 
Application Examples: new hearing loss 

Sequence FoV Thickness Gap 

AX FIESTA IAC’S  (RECON COR 1X1) 18CM 0.6MM NO GAP 

INJECT CONTRAST  (1mmol/Kg) 
SAG FSPGR BRAVO WITH GAD  
(RECON AX AND COR 1x1) 24CM 2MM NO GAP 
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